Nine-year follow-up of the Mathys uncemented acetabular cup: a radiological evaluation.
Radiological studies were performed in patients who underwent hip arthroplasty using the Mathys acetabular cup. The development of radiolucent and sclerotic lines, subsidence, changes in position of the implants, changes in bone density, and the significance of these findings are discussed.